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Chest Drainage

The suction level is already 
pre-set at 20cm H2O. If you 
require a different suction 
setting adjust the regulator 
to the level required.

Turn on the thoracic 
suction so it is 
-80mmHG or higher 
and connect the 
thoracic suction to 
the suction port.

Connect 
the drainage 
tube to the 
patient’s 
thoracic 
chest tube.

The Float indicator 
bellow will enlarge to the 
▲ mark or beyond when 
the suction is connected 
and operating at the 
regulator setting.

The  will also show while there is negative pressure in the device.

If you increase the suction level, check the bellows to ensure they remain 
expanded, if they have not reached the ▲ mark, increase the thoracic suction 
level until this happens.

If the suction level is adjusted from a high to a lower setting, for example from 
-40cmH2O to -20cmH2O, please press the manual negative pressure vent to 
reduce excess suction.
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SET UP GUIDE 

PLACE THE PLEURAL DRAIN ON THE FLOOR USING THE STAND, OR HANG FROM  
THE BED USING THE HANGERS PROVIDED
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Using a Luer lock syringe, 
fill the air leak monitor 
chamber (F) with 25ml 
of sterile water or sterile 
normal saline through the 
needle free port (C) The 
water will turn blue.
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